
510(k) Summary
K131494

(1) Submitter:
Heart Sync, Inc.
5643 Plymouth Road
Ann arbor, Ml 48105
TEL 800-8284681I
FAX 734-213-5640
Contact: Stephen Shulman, President
Date prepared: May 20, 2Q13'6

(2) The name of the device: T-CardiacSci-AED TM Pads Ot' 0?t13
Common or usual name: Single Use Sterile Defibrillator Pad
Classification name:fProduct Code MKJ. Class Ill

(3) Predicate devices: 913 1 Defibrillation electrode. K082090, Cardiac Science Corporation

(4) Description of the device: These are single use. jion-sterile, self-stick defibrillator electrodes packaged in
pairs. Effective electrode area = 170 Sq. cm. They are Radiotranslucent. They come in anl Anderson
connector to match the specific defibrillator. The construction and materials employed are similar to the
predicates. The patient contact material is a conductive adhesive hydrogel identical to the material used in the
predicate device. These pads meet the AAMI Standard ANSI/AAMI DF80:2003 and the connectors meet the
FDA performance standard for touch proof ECG connectors.

(5) Statement of the intended use of the device: Indicated for use to treat patients in cardiopulmonary arrest who
are unconscious, without a pulse and not breathing spontaneously. Heart Sync T-Cardiac Science A ED pads
are single use and intended to be used in conjunction with Cardiac Science automated external defibrillators
(AED) to monitor and deliver defibrillation energy to the patient. The T-Cardiac Science AED pads are used
on patients over 8 years of age or greater than 55 pounds. The electrodes are intended for short term use (less
than 8 hours).

(6) This device has the same technological characteristics (i.e., design, material, chemical composition, energy
source) as the predicate device. The defibrillator pads meet the AAMI and FDA performance standards for
this type of device.

(7) Discussion of the nonclinical tests submitted, referenced, or relied on in the premarket notification submission
for a determination of substantial equivalence: Bench testing summary: Various different lots containing
multiple samples each were subjected to the AAMI tests for DC offset, offset instability, AC small signal
impedance. AC large signal impedance, defibrillator overload. All units passed these tests. The same testing
routine wvas applied to a 42 month accelerated age shelf life test. All units passed the tests. BiocompatibilitN
testing was performed on the patient contact material Hydrogel. The material passed biocompatihility testing.
Compliance with the FDA performance standard was verified by inspection of the connectors. (Connectors
must be "touch-proof'*"). Performance testing on the attenuator system for both types of pads was performed
and testing compared performance directly with the attenuator predicates showing excellent correlation of
results.

(8) Discussion of clinical tests: Clinical tests are not required to establish substantial equivalence.

(9) Conclusion: Based on the results of the nonclinical tests (that demonstrate that the device is as safe, as
effective, and performs as well as or better than the legally marketed device) we conclude that these
defibrillator pads are as safe and effective as the predicates identified in paragraph (3). Furthermore, the
materials and construction methods are identical to the predicate.
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* DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Serice

S 4 Food and Drug Admninisunicn
10903 New Hampshire Avenue

September 16, 2013

Heart Sync, Inc.
c/o Mr. Daniel Kamm, P.E.
Kamm & Associates
8870 Ravello Ct.
Naples, FL 34114

Re: K 131494
Trade/Device Names: Heart Sync T-CardiacSciAEDTM Pads
Regulation Number: 21 CFR 870.53 10
Regulation Name: Automated External Defibrillator
Regulatory Class: Class III (three)
Product Code: MKJ
Dated: July 29, 2013
Received: August 6, 2013

Dear Mr. Kamm:

We have reviewed your Section 5 10(k) premarkec notification of intent to market the device
referenced above and have determined the device is substantially equivalent (far the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act.

The general controls provisions of the Act include requirements for annual registration, listing of
devices, goad manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Ill (PMA), it
may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.
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Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CER Pant 801); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
go to http://www.fda.eov/AboutFDA/CentersOffices/CDRH/CDRHOffices/ucm II 5809.htm for
the Center for Devices and Radiological Health's (CDRI-'s) Office of Compliance. Also, please
note the regulation entitled, "Misbranding by reference to premarket notification" (2 1 CFR Pant
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to
httD://www.fda.eov/MedicalDevies/Safetv/ReportaProblem/default.htm for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7100 or at its Internet address
http://www.fda.eov/MedicalDevices/ResourcesforYou/Industr/default.htm.

Sincerely yours,

OweRff ri -S
frBmam D. Zuckerman, M.D.

Director
Division of Cardiovascular Devices
Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure



510(k) Number(if known): K131494

Device Name:

Indications for Use:
Indicated tar use to treat patients in cardiopulmonary arrest who are unconscious, without a pulse and
not breathing spontaneously. Heart Sync T-Cardiac Science AED pads are single use and intended to
be used in conjunction with Cardiac Science automated external defibrillators (AED) to monitor and
deliver defibrillation energy to the patient. The T-Cardiac Science AED pads are used on patients over
8 years of age or greater than 55 pounds. The electrodes are intended for short term use (less than 8
hours)

Prescription Use X AND/OR Over-The-Counter Use_____
(Part 21 CIFR 801 Subpart D) (Part 21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF
NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)
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